[Vacuum cassette for radiography and its possibilities].
A new x-ray vacuum universal cassette is described. The basic technologic parameters of image quality obtained with this cassette are described as is the cassette design. The informative value of images obtained with vacuum and common mechanical cassettes is compared. Technologic parameters of the quality of all types of Russian commercial amplifying screens are presented and the types of screens distinguished preferable for use with vacuum cassettes.